Clinical insights into the use of embolic protection devices during lower extremity peripheral vascular interventions.
The use of embolic protection devices (EPD) during lower extremity peripheral vascular interventions (PVI) remains controversial. We examine the current data and present our Louisiana experience with discussions regarding the unresolved issues surrounding the use of EPD during lower extremity PVI.